TUCSON POLICE DEPARTMENT
CRIME LABORATORY
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

& )T e lolo- DOYDIY . certifies by her signature:

on fQ/S /ch . with a result of J.0§0 AC. (0.08] AC.

and on /2 /29 Jo4. with a result of .08 AC. 0.083.AC,

this instrument was tested with a known alcohol reference standard.

and always produced results within the acceptable accuracy limits

(from _0.070 AC, to_0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported concerning this instrument between these

j»ﬂ.h {)7/ é@m&és

i em‘ufer L. Coombs

two dates.

ADPS QAS Pem:ut #QAS 29886 (issue date 06/15/2004)

T = GFFICIAL SEAL |
CEEER KATHY A. KINNBYJBSCRIBED AND SWORN to before me
e &\ NOTARY PUBLIC-ARIZONA

SE pivia COUNTY ; ‘
B My Comm._Exp. Sept. 4, 2004 1S _!gq_t day of fecember. 2004,

f-{u &2 o oy .;Cﬂ:'\ H LAl ¢

Notar¥ Public ?j\
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TET3 REFORT PHEPARED PURSUTANT TU DOTY ITHZORED
A.A.C. R9-14-404(A)

STANDARD QUGALIT
INTOZILYZER HMADEL 504093

AGENCY Tucson Police qga SPECIALIST LrEnc Doran 33/
(Print Nams)

INTOXILYZER SERIAL _onde (A 1F)  1ocatroy  DUT HG
OATE _U_f(c':m lner }EEM"’ TIME L
77
R Display reads "READY TQ START" or "PUSH BUTTON TO START
j = e

DIZGHOSTIC TESTS

W s DVM Test check Setting should be bstwsan .200 and

" Ep00. Mode selsction switch 52 on, Sl and 53 off or
xayboard meny selection "H". Reading 36 - YRS :

Pt Display Test check. Mode salaectlion switeh 51 on and 52
and S3 off or keyvboard menu selection "V'.

. ol orintar Test check. Mode selection switeh 81, 852, S3
aff ar kevhboard menu salection "B".

i Clock time chack. Mods sslection switch S10 on or
keyboard menu selection "E' :

<2< = Date check Mode salection switenh 511 on or Xeyboard

ilcohaol fres subject Test result 0.000 AC

— Errar recagnitisn legic system functioning

Invalid test printed
Proper sample recognition system
ITnvalid sample printed =5 .
Deficient sample printed.fy—
Completeness of sample purge with collection tube**
pt— calibration standard 0. AC
Results: 0.O6DAT - 0.0814AC - 7

Tnstrument operating properly and accurately. YES HO

COMMENTS:

STGNATURE %Mﬂ".‘ r-(g-ﬂ")m_,

alcnhml cancentration standard collected for subseqgquent
a E

nal Ssig.®=

*WITE OF WITHEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARRD
«*THETS STE®? IS ONLY REQUIRED IF TEIS DEVICE 18 HEING USED FOR
BAMPLE CARTURE.

DHS/DSLS/Form C117(Rev.7-33)
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EXHTBET ¥

THIS RETORT PREPARED PURSUANT TO DOTY THPGOSED -BY
A.A.C. RI-14-404 (&)

ARIZONA DEPARTMENT OF HEALTE BERVICES

STANDARD (QUALITY ASSURAMCE PROCEDTRES
INTOXIILYZER MODEL 5000#

STANDARD CALIBZATION CEECX PROCEDURE ({‘g'\\

Agency _Tucson Police Deparfment Date ;"r;?/.—?/ﬂd?‘( Time tzﬁ? 55
Intoxilyzer Serial#f Mﬁﬂﬂﬂévvgfﬁtrccat1an U P%?
QA Specialist Lpere Dor#e) S 331

()

)

p B

[Dan: Name)
Pour a standard alecchol solution of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been made.
Standard value: 0.@F0 AC
Turn on the simulator and allow the temparature to
reach 34°C+.2°C.
Set Intoxilyzer mode salection in the ACA mode by
switching mode selection switch #3 on or selecting "C"
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO STARTY o
"PUSH BUTTON".
push Start Test button or press entsr on keyboard.
Insert card in respaonse to display.
Air blank completed.
Calibration check comp

Test results Qfgig.ggg AC %

0. Air blank CDmPlELEd
1. When display resads Test Complete remcva EVldEHCE card.

Attach the card to the completed ChECkllSt

(<) 12. Return modes selection switch #9 to off position after
all calibration checks are complete or type Q and enter
yhoard. .
-SLGNATURE 2 Lt iU

*{ITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR ¥ITHQUT EREYBCARD

DHS/DSLS/Form Cll6 (Rev.7-93)




TEIS REPORT PREPARZD PURSUANT TO DUTY IXEQ3

(A |
(i
NN ]
)

STANDARD QUALITY ASIURANCE BROCEZDORES
F O 5 .

_ 4
acEMcy Tucson Police g SPECIALL QI\EE 4;f-( &Yhﬁb AinC

{2 Fame)

oxIryzE2 sEaTan # Ll COSAY C*|13 ATION. tﬂiﬁ 7y
= Decimber 79 29 1c0H TIHE 09 /5 i [

DIAGHNOSTIC TESTS
o DVH Test check Sstting should be bstween .200 and
£00. Mode selection switch 52 on; S1 and 531 oif or
S kgybaa:d marnu ;elactlm§ HE Re§d;rq %5 R !
Display Test check. Mode sslecticon switch 51 on 2nd 52
and S31 off or keybgard menu selection "V
V{ Brintar Test check. Mode salection switen S1; 52, 53
off or keyboard menu selectian "P"
A Clock time check. Mode sslsction sv¥iten 510 on or
kayboard menu selection "E". s
P Date check odse selectiaon switch S11 on or keyboard
menu selection "E"
QPERATIONAYT, TESTS
i Alcohaol free subject Test result a.000 AC
Error racognition logic system functiening
Tnvalid test printed
v Proper sample rscognition system

Invalid sample printed .
: Deficient Eanpla Dr+ntadvf’
' N/A Complateness of sample purge with collection Tubs**
Q Calibration ata“da*d .g&g; AC
Results: 0.(§lfc 4 D&;ﬂﬂ J/
Inscrument npenatﬂnq properly and accurately. ¥ESY M

COMMENTS

Iy

il
77
sxoprme UL L. (OWDS
=
Q.| B alcah céélentraticn standard collected for subssguent

analysis.x*

*WITHE OR WITEOUT VAPCR RECIRCULATION AND WITE QR WITEQUT XEYEOARRD

*%THTE STEP IS QONLY REQUIRED IF TEIS DEVICE I8 IEING TBED FOE
SAMPLE CAFTURE.

DHS/DSLS/Form Cl17(Rev.7-93)
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TEIS REFORT PREFARED PUREBUANT TO DUTY IMPOBED EY
A.A.C. RI-L4-404(A)

ARIZONA DEPARTHENT OF HEALTH SERVICESD

STANDARD QUALITY ASSURANCE FPROCEDURES
INTOIILYZER MODEL 50Q00%*

ETANDAND CALTIBRATION CEECK PROCEDURE &&h

Agency _Tucson Police Departmsnt Date fﬁ;Q?AEJ Time 154
,ﬂtox1¢fzer sarial# [da-0UNOI H{WT}Lacation Dy
QA Speclalist \nﬁﬂkff“ Creomihs,  Hilee
(Print hﬂme}

( Mﬁ Pour a standard alcsohol solution af known value into a
clean dry simulator jar and asgsemble the simulator.
Insure that a t1Qhu seal has baen made.

Standard walue: o B
Turn on the si:ula: or and allow the temperature to
reach 3*““+ el i

Set Intoxilyzer mode selection in the ACA mode by

switching mode selesction switch #3 on or selecting "cC"
on keyboard menit.

I...l

S

—r
Lt
¥

( 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
5. Intoxilyzer 5000 display reads "READY TO STARTY or

VBUSH BUTTON",

Push Start Test button or press enter on keyboard.

7. Insert card in respanse to display.

8. Alr blank completed.

g. Calibration check complated
Tast rasults 0.0BIACEN.IER A

0. Air blank completed.

1. When display reads Test Complsete remove evidence card,

Attach the card to the completed chacklist.

Return mode sslection switch #9 to off position after

all 1llbrat1an checks are complete or type Q and entar

. o .-E: rboard.
SIGNATURE M ﬂ‘jJ % &mdﬂg

*®¥ITH OR WITEQUT OR RECIRCULATION AND WITE OR WITEOUT KEYBOARD

X
SR S

—
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X35

DHS/DSLS/Form C116 (Reav.7-93)




